The review summarizes applications of solid phase microextraction (SPME) for water sample analysis. Official methods and standards of SPME in water research and inter-laboratory validation are discussed. A comparison of SPME with current EPA-approved methods from several analytical aspects is presented. The review also provides some perspectives of the recent development of SPME on sampling water using artificial river systems, in the passive sampling and on-site sampling. Recently developed configuration of SPME such as thin film microextraction and high-throughput applications (e.g. when used in a 96-blade configuration) are shown.
Introduction
As the presence of environmental pollutants in ground and surface water reservoirs increasingly grows due to human activities, public concern has similarly grown over the adverse effects of environmental pollution to both the environment and human health. Serious adverse health effects such as nervous system damage, liver, kidney and eye issues, increased risk of cancer, among several other diseases [1] [2] [3] [4] [5] [6] [7] [8] have been recognized from long-term exposure to above maximum contaminant levels (MCL) of organic pollutants such as pesticides, volatile organic compounds (VOCs), phenolic compounds, polycyclic aromatic hydrocarbons (PAHs) [1] .
Considering these implications, accurate monitoring and analysis of water samples is one of the most important mandates of government environmental agencies [9] . Extraction and isolation of compounds from the sample matrices is the necessary step prior to instrumental analysis. In addition to clean-up, an ideal sample preparation technique should provide enrichment of compounds in order to improve the sensitivity. There are a number of well-established sample preparation techniques for determination of organic contaminants in water samples, including liquid-liquid extraction (LLE) [10] [11] [12] [13] , solid phase extraction (SPE), [13] [14] [15] and solid phase microextraction (SPME) [16, 17] . Herein, strength and weakness of each technique is discussed from several point of view (e.g. procedure, accuracy, sensitivity, repeatability, simplicity, cost, greenness,…). LLE is a simple technique commonly used in water samples, approved by the US Environmental Protection Agency (EPA) [10] . However, in spite of routine applications of LLE, as the official method of choice of the EPA, there are some limitations associated with this technique. One of the larger criticisms of the method is directed towards its lack of 'greenness'; LLE needs large amounts of organic solvents, which in addition to being expensive and hazardous, directly affect environmental pollution. Although the method does not need any particular apparatus, it is nonetheless laborious and time-consuming. SPE, due to its lower need for organic solvents, is an sample preparation technique poised to replace LLE [14] . However, SPE has its own shortcomings, generally related to carry-over associated with automation and sample pre-treatment. As well, suspended solids and particulate are required to be filtered prior to the SPE procedure, which can result in loss of compounds, particularly hydrophobic ones, which in turn influences the overall accuracy of the method. As an alternative to these traditional methods, SPME has been introduced by Pawliszyn [16] in the early 1990s as a solvent-free, economical, simple, and rapid method. In SPME, the extraction phase, placed on a solid support, is exposed to the sample for extraction of compounds, and then followed by coupling to an appropriate analytical instruments for desorption and determination, including gas chromatography (GC) [17] [18] [19] , liquid chromatography (LC) [18] [19] [20] [21] [22] and direct coupling to mass spectrometry (MS) [23] [24] [25] [26] [27] [28] [29] . Since its introduction, different geometries of SPME including fiber, miniaturized SPME, in-tube (capillary microextraction), in-tip, stir bar, vessel walls, disk/membrane, magnetic nanopatricles and thin film microextraction (TFME) [17, 29, 30] have gained broad acceptance for analysis of target compounds in several matrices (i.e. water samples [17] , biofluids [31] , tissue [32] ). SPME frequently overcome the aforementioned limitations associated with traditional sample preparation techniques due to no or minimum solvent consumption, while providing several other advantages, including a wide range of applications owing to several types of coatings and geometries [17, 33] , capability of correct quantitation of sediment pore water [34] , selectivity [33] as well as easy automation to GC [17] and LC [22, 35] instruments, which may not be easily achieved by traditional sample preparation techniques. Benefiting from negligible depletion [17, 36] of extraction due to the small size of its extraction phase, SPME can determine free and total amounts of target compounds without disturbing the system, unlike exhaustive extractions provided by LLE and SPE [37, 38] . Several well-documented reviews of SPME have been published for a variety of applications [17, 21, 31, 33, 35, [39] [40] [41] [42] [43] .
In spite of all the aforementioned advantages of SPME, it has not been adopted in contract
analytical laboratory yet, and many laboratories are still using LLE and SPE as official US EPA method for routine analysis of organic contaminations in water sample. The purpose of this review is to show that the SPME method might be adopted as a standard protocol by a commercial analytical testing laboratory. To do so, SPME method was compared with official sample preparation techniques to evaluate strength and shortcoming of SPME. The broad application of SPME for water sample analysis, standard methods and inter-laboratory validation were also shown. It has been discussed that SPME not only has similar accuracy and repeatability to official methods but it also provides more perspectives and capabilites for analysis of water samples. Thus, new development and perspective of SPME in water sample analysis is discussed as advantages of SPME technique over conventional methods (e.g. on-site, passive and TWA sampling).
2-SPME in water sample analysis
Provided the multiple advantages of SPME such as simplicity, greenness, speed as well as integration of sampling, extraction, and pre-concentration in one step, it has been in the center of attention for analysis of water samples. It should be emphasized that analysis of water samples for determination of acid/base/neutral compounds (ABNs) by LLE is cumbersome, as each group is needed to be separately extracted by adjusting the pH. On the other hand, simultaneous determination of large numbers of pesticide ABNs from different classes has been demonstrated by SPME. Validation of the SPME method for simultaneous determination of 46 pesticides with a wide range of polarities and chemical structures (organochlorine, organophosphorous, triazines, pyrethroids and others) in water samples by GC-MS was reported by BeceiroGonzalez et al. [44] by application of 100 µm PDMS, 85 µm PA, and 60 µm PDMS/DVB. In addition to simultaneous determination of ABNs, low limit of detection (LOD) values ranging from 4-17 ng mL -1 were reported, which is of great importance for trace analysis of compounds.
Some well-established studies regarding simultaneous determinations of ABNs in water samples with sub-PPb limits of quantification by Rodriguez-Lafuente et al. [45] (determination of 25 compounds) and Goncalves et al. [46, 47] (44 and 34 compounds) are also available. In addition to obtaining low/no carryover amounts, good accuracy and repeatability were obtained by SPME.
Application of HPLC is the general method of choice for determination of polar, less volatile, and thermally labile compounds. Coupling of SPME to LC via a designed interface was first reported in 1995 by Chen et al. [48] for analysis of PAHs in water samples. A design providing fiber vibration was also developed for determination of selected triazines in water samples [49] .
On-line extraction/desorption was accomplished by coupling in-tube SPME to LC for determination of non-volatile compounds such as carbamates [50] . Table 1 shows a summary of applications of SPME for quantitation of a wide range of organic pollutants in different water samples.
3-Official methods and standards of SPME for analysis of water samples
The prevalence of SPME for analysis of water samples has been significantly increasing due to the method's automation to GC instruments. Acceptance of SPME as the official method and standard by US-EPA, ISO and ASTM organizations shows that this technique could be employed as a regulatory method in routine analyses. Although there are several official methods of SPME for different samples and applications, only the standards related to water samples are presented.
US EPA Method 8272, 2007 (PAHs in sediment water)
So far, there is one test method based on SPME approved by the US EPA, which is method 8272 for the determination of PAHs in sediment pore water followed by GC-MS [34] . There are several advantages of SPME for sediment pore water analysis that outweigh regulatory methods based on solvent extraction. Large amounts of water samples, in the liter range, as well as large consumption of organic solvents are needed when conventional solvent extraction techniques are used. In addition, filtration is also required in traditional methods to produce pore water.
Filtration and solvent evaporation/reconstitution result in loss of PAHs of low molecular weight.
The approved US-EPA SPME method has been employed for determinations of PAHs in pore water in a wide concentration range, between nanograms to milligrams per litre, something which is not achievable with the use of official solvent extraction methods. Using SPME methodology, a small volume of pore water, 1.5 mL, is sufficient for extraction, with no generation of organic solvent waste. Notably, LOQs ranging from 0.06 µg L -1 for high molecular weight PAHs (i.e. benz(a)anthracene and chrysene), to 9 µg L -1 for low molecular weight PAHs was achieved by this method.
International Standardisation Organisation (ISO) 27108, 2013 (Pesticides in water)
This method includes determination of plant treatment agents and biocide products in drinking, ground and surface water samples by SPME-GC-MS [102] . 
ISO 17943 (VOCs in water)
Recently, worldwide inter-laboratory experiments were accomplished for analysis of water to determine VOCs by HS-SPME [103] . These results could release a new ISO 17943, which is currently under development. These experiments are related to the determination of 63 VOCs in different water matrices including drinking, surface, ground, and waste water samples by HS-SPME-GC-MS. In this trial, a DVB-CAR-PDMS fiber was used to develop a reliable and reproducible method. Recovery rates ranging from 84-116% for surface water and 81-118% for waste water samples were achieved.
American society for testing and materials (ASTM) D 6520, 2000:
In ASTM D6520, procedure involving extraction of semi-VOCs and VOCs by SPME is presented. It is a standard practice to apply SPME both directly to water as well as its headspace followed by GC and GC/MS determination. [104] . In this standard, principle of SPME, interferences, selection of fiber phase and SPME apparatus (i.e. SPME holder, SPME fiber assembly and SPME injector liner) is shown. Moreover, optimization of SPME parameters (e.g. 
ASTM D 6889, 2003:
It is standard practice to apply SPME for fast screening of volatile organic compounds in water [105] . The standard is related to trace analysis of VOCs in water samples by fast GC-FID. Table   2 shows official methods and standards of SPME for water analyses.
4-Inter laboratory studies of SPME
The number of successful applications for quantitative analyses in water samples by SPME has been rapidly increasing; some of these applications can be found in Table 1 . However, interlaboratory studies are the pivotal key for worldwide acceptance of SPME by standardization organizations. In this regard, several inter-laboratory studies have been accomplished to demonstrate the applicability of SPME for water analyses. For instance, Gorecki et al. [106] conducted inter-laboratory studies for determination of semi-VOCs in water samples by SPME.
The analysis was performed at low ng mL -1 of 12 pesticides from organochlorine, organonitrogen, and organophosphate groups by PDMS fiber followed by GC/MS. Eleven
European and North American laboratories [106] (Poland, Italy, Germany, Belgium, Canada, and USA) participated in the study, following the same procedure for analysis of aqueous water spiked with target compounds at 1 and 10 ng mL -1 , obtaining calibration curves, and performing blind analyses. Excellent linearity of the calibration curve was obtained while results confirmed the satisfactory repeatability, reproducibility, and accuracy of the SPME technique.
Nilsson et al. [107] also conducted an inter-laboratory demonstration for validation of SPME for quantitation of VOCs in water samples. Twenty laboratories were involved in the study and two approaches were applied, HS-SPME and direct-SPME, with PDMS fibers as extraction phase coupled to GC-MS, GC-FID and GC-ECD instruments. In all cases, LOD values in low ppt levels, good linearity, and precision were achieved. ISO standard 5725, based on analysis of variance (ANOVA), was applied to statistical data treatment for evaluation of accuracy and precision of the SPME method. Comparison of SPME with reference methods, including purge and trap (P&T) and static headspace (HS) techniques, was conducted [107] . The obtained results demonstrated the comparable accuracy of SPME with the reference methods P&T and HS [107] .
Inter-laboratory validation of SPME for determination of triazine herbicides and their degradation products at the ppt level was also reported [108] . Ten laboratories participated to conduct the experiment, and validation of the SPME method was performed by CW-DVB fiber, followed by GC/MS and GC-NPD. An LOD of 50 ng mL -1 with good linearity was achieved.
Satisfactory repeatability (RSD of 6-14 %) and reproducibility (RSD of 10-15 %) were obtained.
It is important to emphasize that good accuracy was attained in all laboratories, confirming the applicability of SPME for determination of pesticides in water samples as an alternative technique to conventional methods.
Recently, performance of HS-SPME was validated [103] 
5-Comparison of SPME and EPA-approved methods

SPME and LLE
There are a number of publications regarding comparisons of SPME with LLE [88, [109] [110] [111] [112] ( Table 3) . Recently, Rodriguez-Lafuente et al. [45] validated automated SPME method through a comparison with the LLE method based on US EPA methods 3510C and 8270D with some modification, by split blind analyses of spiked surface and ground water samples with 25
pesticides from different classes. Multi fiber exchange (MFX) autosampler was used for automation selection of SPME fiber. Reported detection limits (RDL) were in the range of 0.5-5 ng mL -1 by LLE technique, while SPME fibers achieved RDL values ten times lower, ranging from 0.05 to 0.5 ng mL -1 . A comparison of results obtained by LLE and SPME with the use of a Blond-Altman plot for approximately 400 points showed good agreement between the two techniques. Both techniques were shown to be accurate, with highest accuracy results in the range of 70-130%. An eco-scale assessment of greenness was also used to assess both methods [42, 110] ; the scale is based on penalty points that are assigned according to usage of chemicals, consumption of energy, and waste generation. An eco-scale factor of 82 was obtained by the SPME method (18 penalty points), in comparison to an eco-scale factor of 51 for LLE, affirming the superior greenness of the SPME technique. Apart from good accuracy, SPME benefits from low sample requirements, ranging from 2-10 mL, as compared to LLE, for which up to 1 L of sample is needed. On the other hand, LLE provides simplicity with no requirement to any particular apparatus and easy quantitation due to exhaustive extraction. SPME method for analysis of haloacetonitriles (HANs), haloketones (HKs) and chloropicrin (CP) in drinking water was validated by Riazi Kermani et al. [112] by comparison with LLE technique, EPA method 551.1. Fast automated HS-SPME-GC-MS, 30s min including extraction and chromatographic run, with good sensitivity at ng L -1 levels was achieved by DVB/CAR/PDMS fiber for determination of the selected compounds in drinking water.
Comparison of the results of sample analysis by the HS-SPME-GC-MS and the LLE-GC-ECD methods revealed good agreement of SPME and LLE methods indicating applicability of the developed SPME method for rapid analysis of these disinfection by-products in drinking water samples. Riazi Kermani et al. [112] also compared HS-SPME-GC-MS for the analysis of trihalomethanes (THMs) in source and drinking water samples with LLE-GC-ECD method derived from EPA 551.1. Study was peformed by analysis of thirty water samples received from six water treatment plants and distribution systems in Canada by both methods. Statistical methods were applied to the obtained results which proved good agreement and equivalency between SPME and LLE.
One limitation of SPME method is related to error associated with analysis of hydrophobic compounds as they stick to the wall of the bottle/container which sampling is performed. On-site sampling by SPME is one of the on-going methods which not only can address this issue in order to accurately quantify the sticky compounds but also it is in a great importance when immediate decision is required upon the results obtained on-site (on-site sampling is further discussed in section 6).
SPME and SPE
There are well-documented publications regarding comparisons of SPME and SPE [114] [115] [116] [117] [118] . For instance, Sakamoto et al. [114] reported determination of 38 pesticides in water samples by SPME and SPE (Table 3 ). The obtained results showed a good degree of agreement between the two techniques, with RSD% ≤12.5. For SPME, only 10 mL of sample was used, while 500 mL had to be loaded to the SPE cartridge.
For SPE, before loading of each sample, SPE cartridges have to be conditioned by different solvents, and vaporization of solvents is often required in order to obtain an acceptable concentration of compounds for analysis. Conversely, no/minimum conditioning is needed for SPME fiber, and desorption can often be directly performed in GC injectors. A cost analysis of SPME and SPE has also However, a limitation of both techniques is the nature of hydrophobic analytes to stick to the walls of sampling containers/bottles, limiting the accuracy of the determination. On-site sampling by SPME is a promising approach as the future trends to overcome the aforementioned issue.
SPME and P&T
P&T is a well-known technique for analysis of volatile organic compounds in water samples [9] .
Comparisons of SPME and P&T techniques and inter-laboratory validation have been conducted [107, [120] [121] [122] . MacGillivray et al. [123] compared SPME with the P&T technique for analysis of BTEX in water samples. A plot of SPME versus P&T showed good agreement between two techniques with comparable statistical method detection limits. However, while SPME is a simple and relatively inexpensive technique, P&T equipment is expensive and suffers from the risk of leaking [123] . In addition, P&T often incurs sample carryover, and is burdened with problems associated with water management. Table 3 shows a comparison of SPME with LLE, SPE, and P&T methods.
6-New developments and perspectives of SPME for water analysis
Thin film microextraction (TFME)
The sensitivity of the SPME technique can be enhanced by increasing the volume of the extraction phase. However, thicker coatings lead to longer extraction times, which may not be favourable. TFME was developed to enhance sensitivity without sacrificing extraction time; this is accomplished due to the increased surface area-to-volume ratio of the membrane [43, 125] .
This geometry offers higher sensitivity in comparison to traditional SPME fibers, which is beneficial for analysis of water samples for determination of compounds present at trace levels.
Provided with a higher extraction rate, larger amounts of analyte can be extracted in shorter extraction time by TFME compared to SPME fibers. A comprehensive study of the PDMS membrane for determination of selected PAHs in lake water was reported by Bruheim et al. [125] , where PDMS membranes and fibers were compared in regards to both direct and headspace (HS) extraction modes. Further development of new membranes was also demonstrated, including impregnation of CAR/PDMS and PDMS/DVB TFME on glass wool fabric to improve extraction efficiencies for analysis of N-nitrosamines (NAs) in water samples (Fig. 1a ) [126] . After extraction, desorption and analysis was performed using thermal desorption unit (TDU) and GC/MS instrument. Comparison of membrane and fiber, with the same coating, showed that TFME had about 110 times higher extraction efficiency for the short sampling time which is close the ratio of surface area of membrane and fiber while the corresponding ratio for longer extraction time was close to 40, close to the volume ratio for extraction of N-nitrosodimethylamine, N-nitrosomethylethylamine, N-nitrosodiethylamine and N-nitrosopiperidine from water samples. Direct coupling of TFME and desorption electrospray (DESI)/MS was reported by Strittmatter et al [127] for analysis of wastewater samples. Porous mixed mode C18/SCX sorbent with 25 mm coating thickness was employed as coating of TFME. The main goal of direct coupling of TFME/DESI was to introduce an alternative method to TFME followed by elution and LC-MS/MS to have short analysis time Kumar et al. has proposed another version of impregnated fabric based TFME, fabric phase sorptive extraction (FPSE) [128] by coating sol-gel materials on the fabric to benefit from porous cellulose surface, which was used as substrate, all the properties of sol-gel materials including thermal stability, wide range of coating chemistry and selectivity. Application of FPSE for determination of benzotriazole in sewage samples [129] , non-steroidal anti-inflammatory drugs from environmental water samples [130] , analysis of alkyl phenols in environmental samples [131] , and determination of emerging contaminants from environmental water samples [132] were reported. Preparation of robust membrane was reported by coating PDMS/DVB on the carbon mesh support to facilitate extraction at high agitation rate and on-site sampling. It was used to push down the limit of detection of some selected pesticides in water sample by benchtop and portable GC/MS instruments [133] .
Another format of TFME was reported by Cudjoe et al. [134] which called 96-blade configuration and allows high-throughput analysis.
As Fig. 1b ,c shows high throughput analysis was achieved by the 96-blade operated by a robotic autosampler. This configuration was employed for determination of phenolic compounds in water sample using carboxylated multiwall carbon nanotube coupled to HPLC [135] .
High extraction efficiency in the range of 60-90 % recovery with RSD ≤6% was presented for the selected chlorophenols. High-throughput analysis was achieved, 2.1 min for each sample, due to capability of analysis of 96 samples per 200 min. In addition, 96-blade SPME format offered several advantages including ease of use, fast procedure, relative low cost, easy automation, and need for small amount of sample (1.2 mL per sample). Application of high throughput TFME for determination of quaternary ammonium compounds in water samples using LC/MS/MS was also reported [136] . Similarly, fast (less than 1 min per sample) analysis was obtained by 96 high-throughput TFME.
Applicability of the high-throughput 96-blade configuration was proved for analysis of a large number of quaternary surfactants possessing a wide of physicochemical properties while an acceptable LOQ in the range of 0.01 to 0.25 ng/mL with wide linear dynamic range were obtained.
Detection of pharmaceutical residues in wastewater samples by TFME, automataed 96-blade high-throughput configuration, coupled to LC/MS was reported by Togunde et al. [137] .
Exhaustive extraction was achieved for the selected compounds by C18 blade compared to C18 fiber due to lager surface area-to-volume ratio and higher capacity of the blade. This technique is called open bed SPME and no vacuum pump is needed to pass the sample through the bed. The open bed SPME was validated by comparison with SPE technique for analysis of wastewater effluent samples, and the results proved good agreement between two techniques. It should be noted that no pre-treatment was required for open bed SPME while particles/matrix-rich samples can potentially clog the SPE cartridge as a packed bed system. Filtering the sample for removal of particles can result in loss of matrix-bound analytes which subsequently affects accuracy of the method. Therefore, open bed SPME compare to SPE has advantages of lower cost, simplicity, fast extraction procedure and no requirement for sample pre-treatment or vacuum pump. Theoretically and experimentally comparison of TFME and SPE methods, considered as microextraction versus exhaustive extraction, was reported by Mirnaghi et al. [138] by extraction of doping substances in wide range of polarity at low and high volumes of sample. The results
showed that extraction recoveries of TFME and SPE for 1 mL of sample were comparable for all of the compounds except the most polar ones. Moreover, one issue of SPE technique is related to breakthrough volume at higher sample volumes. In such a case, exhaustive principle of quantitation cannot be used to get reliable and accurate results. This can be a critical challenge for SPE when dealing with untargeted determination where there is no information available about breakthrough volume while it does not affect SPME due to equilibrium based calibration methods. There is a well documented review regarding comparison of SPME and exhaustive extraction approaches [38] .
On-site sampling
There are always errors associated with transportation of samples from site to laboratory. Loss of analytes on the sampling container particularly for hydrophobic compounds and decomposition, are two most common source of error, which is particularly important for approaches which take sub-samples from the collection vessels. On-site sampling based on SPME produces accurate, precise, and fast analytical data, while reducing the overall possibility of errors by eliminating the aforementioned sources of errors. Analytes have been demonstrated to be more stable in the coating rather than in the sample matrix [139] . In addition on site sampling particularly combined with on-site determination make the water monitoring "greener" as it eliminates necessity of transporting water samples to the laboratory. SPME has been widely used for on-site sampling of PAHs compounds in aquatic environments [140] [141] [142] [143] [144] [145] [146] [147] . The technique can be performed either by spot or passive sampling for short-and long-term monitoring, respectively.
In spot sampling, the SPME fiber or thin film is assembled on the electric drill and applied for rapid sampling (Fig. 1a,b) [141, 148] . The sampling rate is controlled by the agitation speed of the drill, since it is easy to keep drill rotation at a stable speed. In short exposure times, concentrations and sampling rates should be sufficiently high to reach high sensitivity for quantitative analysis. A high sampling rate can be achieved by using TFME membranes, as they provide more sensitivity due to the larger surface-area-to-volume ratio [141] . On the other hand, in passive sampling, analytes move from the sampling medium to the extraction phase because of the difference in chemical potential between the matrix and extraction phase [149] [150] [151] .
Calibration is a critical step in the on-site sampling process to obtain accurate and reliable quantitative data. In SPME, extraction of compounds from sample matrix to extraction phase occurs through diffusion in the boundary layer [43] . Based on this principle, several types of calibration techniques have been developed. These calibration methods include sampling rate calibration [141, 152] , equilibrium based calibration [153] , in fiber standardization [154] [155] [156] , predominant desorption kinetic calibration [157] , standard free kinetic calibration [140] , onecalibrant kinetic calibration [146] , and diffusion based calibration [142] . Passive sampling can also be used for obtaining time weighted average (TWA) concentrations of analytes. TWA sampling provides a realistic picture of aquatic-life continuous exposure to organic contamination for prolonged periods of time. [158, 159] Retracted devices and open bed configurations are two most commonly used formats of SPME for TWA sampling (Fig. 3 ) [139] [140] [141] . In the retracted device, the fiber or thin film blade is retracted to a known distance in the needle housing or copper tube. The mass transfer is controlled by diffusion of analytes in stagnant water layer in the diffusion barrier between the opening of the device and the coating.
However, there are some limitations associated with this sampler, such as loss of hydrophobic compounds in the diffusion path [160] , low fiber capacity and low sampling rate. [142] In addition, the applied PDMS is not an adequate coating for extraction of hydrophilic and volatile compounds due to its low affinity and unsuitability as a zero sink [161] . Recently, Ahmadi et al.
developed a TF-SPME retracted device incorporated to a hydrophilic-lipophilic balance (HLB) sorbent for TWA sampling of hydrophilic UV filter compounds in water [162] . In addition, open bed configuration was introduced to remove/minimize loss of hydrophobic analytes in the diffusion path in the retracted device configuration (Fig. 3) . In this configuration, the SPME device is exposed directly to the sampling media, and kinetic calibration is used to obtain TWA concentrations when the extraction process is in the linear uptake regime [143, 144] . In this strategy a sampler was placed in a copper bag in order to prevent biofouling during the sampling process (Fig. 3d,e) .
Flow-through standard water generator (artificial river system)
Preparation of steady state concentrations of highly hydrophobic compounds in water is challenging. Partial precipitation, losses on the sampling container, low solubility in water, and limited sample volumes are some of the problems associated with in-vial preparation of aqueous standards of hydrophobic compounds for evaluation of passive sampler devices. As such, finding a reliable and reproducible alternative approach for preparation of standard aqueous solution is highly necessary. To date, different types of flow-through standard aqueous generators have been developed. [163, 164] Direct infusion of standard solutions dissolved in organic solvent by syringe pump was first used to obtain partition coefficients of PAHs compounds between water and the PDMS coating. [163] The syringe pump is an electrical/mechanical device that is susceptible to failure and it is inconvenient to use due to the need for periodic refilling for long term monitoring of target analytes in water. Another disadvantage of the pump system is the need for addition of organic solvents to standard solutions with the tested chemicals, which can affect SPME recovery [165] . To address these shortcomings, Ouyang et al. developed an alternative system based on permeation of solid hydrophobic compounds through the dialysis membrane for evaluation of different types of TWA samplers [164] . The system is consisted of a permeation chamber, mixing chamber, sampling chamber, and sampling cylinder, and was used for development of an SPME TWA sampler for PAHs compounds in water. A modified flowthrough standard aqueous generator system was recently developed [166] to extend the capability of the current system to include a wide variety of chemical compounds, from liquid hydrophobic to solid hydrophilic compounds (Fig. 4) . A dialysis membrane, permeation tube, and porous frit coated with epoxy glue were used to produce a steady state concentration of UV filters and biocides in water [166] . The current system was used for development and evaluation of a thin film SPME passive sampler, and investigation of partitioning of UV filters and biocides to different environmental compartments such as humic acid and sediment.
Conclusion
Application of SPME for determination of organic pollutants in water samples is increasing due to several advantages of SPME over conventional extraction techniques. Inter-laboratory studies and comparisons with EPA-approved methods have been performed to evaluate the accuracy and applicability of SPME for routine analysis of water samples, subsequently resulting in publications of ISO and standard method. Future trends of SPME for on-site sampling include improvements in the accuracy of determination for hydrophobic and unstable compounds, which may be potentially lost during transportation from site locations to laboratories. More recent investigations directed towards monitoring water quality via on-site determination of contaminants accumulation level in fish tissue and other biota has demonstrated to be very useful as it takes advantage of non-lethal feature of SPME approach [167] . Direct coupling of SPME to MS is also another promising approach toward rapid and sensitive analysis of water samples [24, 25, [27] [28] [29] . Generally it can be said that while accuracy of SPME method is in a good agreement with official methods, it can overcome some concern regarding the greenness of LLE technique and provides broader range of applications. Fig. 1 ) a) TFME sampler, Teflon holder and extraction set-up; b) 96-blade configuration c)
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Manual kit for high-throughput sampling. Reprinted with permission from [126] Copyright [2012] American Chemical Society; reprinted from [41] and [136] with permission of Springer 2013,2014). 
